Introduction
============

Treatment of brain arteriovenous malformations (AVMs) generally requires multimodal approaches involving endovascular embolization, surgical excision, and stereotactic radiosurgery. Historically, endovascular embolization of brain AVMs has been achieved using various types of embolic materials.^[@B1]--[@B3]^ The most widely used liquid embolic materials today are n-butyl 2-cyanoacrylate (NBCA, Histoacryl; Braun, Melsungen, Germany) and Onyx (Covidien/ev3, Irvine, California, USA).

Eudragit-E (Eudragit-E 100; Evonik Rohm GmbH, Darmstadt, Germany) was originally developed by Yamashita et al. in 1996,^[@B4]^ but has not been widely used for endovascular embolization of brain AVMs. It was originally approved by the United States Food and Drug Administration in 1968, and has been used for many years as a coating material for orally administered tablets.^[@B5],[@B6]^ The Eudragit-E mixture consists of a cationic copolymer of methyl methacrylate, butyl methacrylate, and dimethylaminoethyl methacrylate in a ratio of 1:1:2 that is dissolved in 50% ethanol and 50% iopamidol. Yamashita et al. reported the first successful embolization of canine and rat renal arteries using this polymer.^[@B4]^ Hyodo et al. have reported their experience with endovascular embolization of brain AVMs since 1983 using different embolic materials, one of which was Eudragit-E.^[@B3]^ Oishi et al. reported a case of scalp AVM that was successfully embolized with Eudragit-E before surgical removal.^[@B7]^ Although Eudragit-E has been used for a long time in our hospital and some institutions in Japan, few reports have been published in which the safety and feasibility of Eudragit-E for treating human brain AVMs were assessed. With the approval of our Institutional Review Board and informed consent from patients, we have been using Eudragit-E for more than 15 years to endovascularly treat brain AVMs. Herein we report our experience treating 22 human brain AVMs with Eudragit-E.

Materials and Methods
=====================

I.. Patients
------------

We retrospectively reviewed our patient database. From June 1998 to February 2014, 37 patients with brain AVMs underwent endovascular embolization in our hospital. Of these 37 cases, patients who were followed up for less than 1 year after the initial embolization and those who were treated with other embolic materials were excluded from this study. Eudragit-E was used in 22 patients in a total of 30 endovascular procedures. The mean follow-up period was 56 months (range, 12--129 months).

Eudragit-E was used as the primary embolic material in our hospital. Onyx was approved in 2009 in Japan as the first liquid embolic material for brain AVMs, but Onyx embolization was originally designed as pretreatment for subsequent surgical removal. Because our treatment strategy included subsequent gamma-knife radiosurgery following embolization, patients were similarly treated with Eudragit-E after 2009 with the approval of our Institutional Review Board and informed consent from patients and their family. Seven new patients have been treated with Eudragit-E since 2009.

II.. Preparation of Eudragit-E
------------------------------

Eudragit-E is supplied as off-white granules. Preparation of 10% Eudragit-E mixture was performed in our pharmacy department as previously described.^[@B4]^ Briefly, 4 g solid Eudragit-E was dissolved in 20 ml absolute ethanol and stirred vigorously for 1 hour. Twenty milliliters iopamidol 300 mgI/ml was added to the solution and stirred immediately at room temperature for several hours to produce a transparent 10% Eudragit-E mixture. The mixture was filtered through a sterile microfilter with a pore diameter of 0.22 μm and divided into 2-ml vials. The vials were crimped to avoid ethanol evaporation and autoclaved at 115°C and 3 atm for 30 minutes.

III.. Treatment strategy
------------------------

Endovascular treatment is considered to be the first treatment option in our hospital unless decompressive craniotomy and hematoma removal are urgently required. If complete obliteration could not be achieved with one or a few sessions of endovascular embolization, most patients were subsequently treated with gamma knife radiosurgery (Leksell Gamma Knife Unit; Elekta, Norcross, Georgia, USA). Staged gamma knife radiosurgery was performed to treat large AVMs as described previously.^[@B8]^ AVMs located in superficial cortical areas were surgically removed after endovascular embolization, depending on patient preferences. After gamma knife radiosurgery, follow-up magnetic resonance imaging (MRI) and computed tomography (CT) images were evaluated every 6 months for 3 years. Digital subtraction angiography (DSA) was performed at 1 year and 3 years after the initial embolization. Once complete obliteration of the AVM was confirmed, patients were followed up annually with MRI and CT.

IV.. Endovascular procedure
---------------------------

Endovascular embolization was performed under general anesthesia using a standard biplane angiographic system (Philips Allura Xper FD; Philips Healthcare, Andover, Massachusetts, USA). A 7 Fr-long sheath was placed in the right femoral artery, and a 7-Fr guiding catheter was inserted into the internal carotid or vertebral artery using standard coaxial techniques. The guiding catheter was continuously flushed with heparinized saline. DSA was performed to analyze the meticulous angioarchitecture of the nidus, feeding arteries, and drainage veins. The tip of the microcatheter was navigated through the feeding artery as close as possible to the nidus. We usually use Marathon (Covidien/ev3), Balt Magic B-115H-ST (Balt, Montmorency, France), or Excelsior SL-10 (Stryker, Fremont, California, USA) microcatheters, but all types of microcatheters are compatible with Eudragit-E. For cases with high-flow shunting, the flow was reduced by placing a balloon catheter at the proximal position of the feeding artery. In most cases, the Hyperballoon series (HyperForm or HyperGlide; Covidien/ev3) or Scepter microballoons (Scepter C or Scepter XC; Microvention, Tustin, Californai, USA) were used as the balloon catheter. The dead space volumes of Marathon, Balt Magic B-115H-ST, and Excelsior SL-10 are 0.23 ml, 0.34 ml, and 0.29 ml, respectively. The microcatheter lumen was flushed with 0.3 ml to 0.4 ml 70% ethanol to prevent undesired precipitation of Eudragit-E prior to its injection. Vasospasm was rarely observed upon injection of this amount of ethanol. Eudragit-E was loaded into a 1-ml syringe, and approximately 0.05 ml to 0.1 ml was slowly and repeatedly injected into the nidus under roadmap guidance. Due to the non-adhesive nature of Eudragit-E, catheter trapping on the cast never occurred regardless of the amount of time required to perform the embolization procedure. We were able to stop and restart injection of Eudragit-E at any time without pulling off the microcatheter. For example, after a few sessions of repeated Eudragit-E injection, we could examine the residual nidus by injecting contrast medium from the guiding catheter without removing the microcatheter tip from the pre-formed cast. Eudragit-E injection was continued until it back-flowed into the feeding artery. The microcatheter was aspirated with a 5-ml syringe to prevent distal migration of Eudragit-E fragments and then removed by careful traction. The same embolization procedure was used for other feeding arteries.

Results
=======

I.. Case 1
----------

A 50-year-old male presented to the emergency department with an intraventricular hemorrhage due to a ruptured AVM (Spetzler-Martin grade III). MRI and DSA revealed that the AVM was located in the right corpus callosum ([Fig. 1A](#F1){ref-type="fig"}). The nidus was approximately 4 cm in diameter, with feeding arteries from both anterior cerebral arteries and right posterior cerebral artery. The AVM drained into the right inferior cerebral vein and straight sinus. Endovascular embolization was performed using a proximal flow control technique. Eudragit-E was injected into the nidus and was clearly visualized with fluoroscopy ([Fig. 1B](#F1){ref-type="fig"}). No complications occurred during the procedure. Only the anterior half of the AVM was embolized after the first embolization procedure. Postoperative CT and MRI showed the Eudragit-E cast and residual AVM ([Fig. 1C, D](#F1){ref-type="fig"}). The artifact caused by the Eudragit-E cast on CT was minimal, and we could easily distinguish the cast from the residual nidus on T~2~-weighted MRI. The patient underwent a second embolization and gamma knife radiosurgery. Postoperative DSA ([Fig. 1E](#F1){ref-type="fig"}) and MRI revealed complete obliteration of the AVM.

II.. Case 2
-----------

A 16-year-old female was admitted to our emergency department with an intracerebral hemorrhage in the left parietal lobe. DSA confirmed the Spetzler-Martin grade of II. The nidus was approximately 17 mm in diameter with feeders from the left angular artery and drainers into cortical veins ([Fig. 2A](#F2){ref-type="fig"}). Endovascular embolization using Eudragit-E was performed without complications ([Fig. 2B](#F2){ref-type="fig"}). No residual AVM was observed with DSA at the end of the endovascular procedure ([Fig. 2C](#F2){ref-type="fig"}). However, follow-up MRI and DSA performed approximately 6 months later revealed recurrence of the AVM ([Fig. 2D](#F2){ref-type="fig"}). The lesion was located on the cerebral surface, and the patient and her family preferred surgical excision, which was performed without complications. Intraoperative findings showed that the vessels and nidus that had been embolized with Eudragit-E were elastic and whitish in color ([Fig. 2E](#F2){ref-type="fig"}). The embolized vessels were clearly distinguishable from the non-embolized vessels and were easily handled without tearing the vessel. Pre-surgical embolization with Eudragit-E made surgical excision easier.

III.. Characteristics of patients and AVMs
------------------------------------------

Of the 22 patients, there were 14 (63.6%) men and eight (36.4%) women with a mean age of 41.1 years (range, 15--70 years). Initial clinical presentation included 11 cases of intracranial hemorrhage (50%), 3 cases of seizures without hemorrhage (13.6%), 3 cases of neurological deficits (13.6%), 3 cases of headaches (13.6%), and 2 incidental findings (9.1%).

The size, location, and angiocharacteristics of AVMs were evaluated with MRI and DSA. All AVMs were classified according to the Spetzler-Martin classification (grade I in 4 patients, II in 9 patients, III in 5 patients, and IV in 4 patients). Our patient group included one infratentorial and 21 supratentorial lesions (4 frontal, 5 parietal, 8 temporal, 2 occipital lobes, 1 cerebellum, 1 corpus callosum, and 1 basal ganglia). The AVM nidus diameter was less than 3 cm in 14 patients (63.6%) and more than 3 cm in 8 patients (36.4%).

IV.. Obliteration rate
----------------------

We performed a total of 30 embolization procedures on 22 patients. Eight patients underwent two embolization procedures. Eudragit-E alone was used in 28 procedures, whereas Eudragit-E plus coils were used in two procedures to obliterate associated aneurysms. Nine patients were treated with endovascular embolization alone. Twelve patients were treated with embolization plus subsequent gamma knife radiosurgery. One patient was treated with embolization followed by planned surgical excision. The rate of complete obliteration achieved with our endovascular treatment alone was 27.3% (6/22), whereas the overall complete obliteration rate after embolization with/without additional treatments was 72.7% (16/22). The results are summarized in [Table 1](#T1){ref-type="table"}.

V.. Complication rate
---------------------

A total of seven adverse effects (two cerebral infarctions and five intracranial hemorrhages) occurred that caused permanent neurological deficits; three of them (10.0%, 3/30) were directly related to the embolization procedure. Two cases of cerebral infarction were caused by undesired obliteration of normal vessels. One intracerebral hemorrhage occurred on the day after the endovascular treatment and was suspected to be due to hemodynamic changes. Trapping of microcatheters with Eudragit-E was not observed in any patients in our study.

Three additional cases of intracranial hemorrhage occurred during the latency period after gamma knife radiosurgery, at 4 months, 17 months, and 35 months after the last radiation. The first one (Spetzler-Martin grade III) was fatal, and the mortality rate in this study was therefore 4.5% (1/22). The diameter of the nidus was more than 5 cm, and only its meningeal feeder was embolized at the time of endovascular treatment. Two-stage gamma knife radiosurgery was subsequently performed, but intracerebral hemorrhage occurred 4 months after the second radiosurgery. Emergency decompressive craniotomy with hematoma removal was unsuccessful for rescuing the patient. Another case of intracerebral hemorrhage occurred 27 months after embolization of the AVM. The residual AVM was surgically excised at the time of decompressive craniotomy. The overall complication rate was therefore 31.8% (7/22). The rate of complications directly related to embolization was 10.0% (3/30). The results are summarized in [Table 2](#T2){ref-type="table"}.

Discussion
==========

NBCA and Onyx are the most widely used liquid embolic materials for AVM embolization today. NBCA is especially suitable for AVMs with high-flow shunts, but NBCA is difficult to handle even by experienced neuro-interventionists because it polymerizes very quickly. Onyx, on the other hand, solidifies more slowly, allowing prolonged and controlled injection. Onyx consists of an ethylene vinyl alcohol copolymer dissolved in dimethyl sulfoxide (DMSO) with tantalum powder added for radiopacity.

Eudragit-E is a cationic copolymer that attracts negatively charged blood elements and precipitates immediately upon injection into blood. Eudragit-E is a non-adhesive agent that is similar to Onyx and that has little risk of catheter adhesion compared to adhesive agents such as NBCA. Eudragit-E is even less adhesive than Onyx, and we did not experience any catheter adhesion in this study. Slow, repeated injection was easily achieved due to the cohesive but non-adhesive nature of Eudragit-E. Withdrawal of the microcatheter tip from the Eudragit cast was not required, for example, when we examine the residual nidus with contrast injection from the guiding catheter. Catheter trapping on the cast never happened in this study.

Eudragit-E is very easy to handle. Onyx requires the "plug and push" technique for effective embolization. To produce effective plug and also to avoid catheter trapping, Onyx may require a straight vessel of some length between the microcatheter tip and the nidus. On the other hand, Eudragit-E does not require the formation of plug and can be injected by simple "pushing." This allows Eudragit-E to be injected into feeders and nidus of almost any angiostructure. Furthermore, Onyx requires only DMSO-compatible microcatheters, while Eudragit-E shows no incompatibility with any type of microcatheter.^[@B9]^ Ease of use and compatibility with any type of microcatheter are great advantages of Eudragit-E, which is especially beneficial when approaching AVMs with complex angiostructures.

Eudragit-E is not inherently radiopaque, but the Eudragit-E mixture can be clearly visualized with fluoroscopy due to the contrast medium, iopamidol ([Figs. 1B](#F1){ref-type="fig"}, [2B](#F2){ref-type="fig"}). A former criticism of Eudragit-E was that it might be less visible on a biplane angiographic system, but recent advancements in radiological devices have allowed clear visualization. Reduction of the flow into the nidus by proximal balloon placement is also effective to visualize the Eudragit-E during embolization ([Fig. 1B](#F1){ref-type="fig"}).

Iopamidol, however, gradually diffuses out of the precipitated cast. Thus, the radiopacity of the cast will decay with follow-up DSA or CT images. This characteristic of reduced radiopacity is especially advantageous for subsequent stereotactic radiosurgery. Tantalum powder added to Onyx for radiopacity makes it difficult to plan subsequent radiosurgery or repeated endovascular embolization. Tantalum produces significant artifacts on post-embolization CT.^[@B10]^ Onyx casts appear hypointense on T~2~-weighted MRI, similar to untreated AVMs that appear hypointense due to their flow voids. These characteristics of Onyx make it difficult to discriminate the residual targets and to apply appropriate doses during subsequent stereotactic radiosurgery.^[@B10],[@B11]^ Eudragit-E, however, produces little artifact ([Fig. 1C, D](#F1){ref-type="fig"}), allowing more accurate planning of subsequent gamma knife radiosurgery. Eudragit-E embolization is therefore especially advantageous as pretreatment for stereotactic radiosurgery. This may be one reason that our obliteration rate (66.7%, 8/12) after embolization plus radiosurgery was satisfactory.

Presurgical embolization using Eudragit-E rendered AVMs easy to treat during subsequent surgical excision, as seen in Case 2. Blood vessels compacted with Onyx are reported to be elastic, bluish in color, and easy to hold or pull with forceps without tearing blood vessels.^[@B12],[@B13]^ Eudragit-E also renders the blood vessels firm and easy to handle, although the vessels appear whitish in color ([Fig. 2E](#F2){ref-type="fig"}). Therefore, Eudragit-E and Onyx are similarly effective for presurgical embolization.

One disadvantage of Eudragit-E is that it is easily fragmented, especially when the blood flow is rapid. To avoid distal migration of Eudragit-E or venous occlusion, we utilize the proximal flow control technique for cases with high-flow shunting such as that in Case 1. Placing a balloon catheter proximal to the target feeders as close as possible to the nidus is effective for controlling the flow rate and preventing fragmentation of Eudragit-E.

In our series, the overall obliteration rate after all treatments was 72.7% ([Table 1](#T1){ref-type="table"}). Complete obliteration was more frequently achieved with lower grade AVMs (grade I: 100%, grade II: 88.9%, grade III: 60.0%, grade IV: 25.0%, grade I--II: 92.3%, grade III--IV: 44.4%). Pierot et al. reported a similar result after Onyx embolization with subsequent radiosurgery: complete obliteration was achieved in 71.4% of grade I--II AVMs and 50% in grade III--IV AVMs.^[@B14]^ Zabel du Bois et al. also reported a similar result after Onyx embolization and radiosurgery: 90% in grade I--II AVMs and 59% in grade III--IV AVMs.^[@B15]^ The obliteration rate achieved with embolization alone was 27.3% in our study. The obliteration rate of Onyx embolization alone is reported to be 16--54%,^[@B16]--[@B18]^ whereas that of NBCA is 6--33%^[@B19],[@B20]^ ([Table 3](#T3){ref-type="table"}). These results indicate that the efficacy of Eudragit-E as a liquid embolic material for brain AVMs is not inferior to Onyx or NBCA.

The rate of embolization-related complications that caused permanent neurological deficits in our study was 10.0% ([Table 2](#T2){ref-type="table"}). Previous reports indicate that the complication rate of Onyx embolization alone is 5--8%,^[@B17],[@B18]^ and that of NBCA is 2--7%.^[@B19],[@B20]^ Thus, the complication rate of Eudragit-E embolization may be similar to or slightly higher than that of Onyx or NBCA. This may be partly due to its tendency to fragment easily. The proximal flow control technique described above may be effective for reducing embolization-related complications in future treatments. The complication rate after Onyx or NBCA embolization followed by stereotactic radiosurgery ranges from 5% to 50%.^[@B13],[@B14],[@B21],[@B22]^ Our overall complication rate after all treatments was 31.8% ([Table 2](#T2){ref-type="table"}). Therefore, our combination therapy using Eudragit-E embolization and subsequent radiosurgery or surgery did not necessarily cause more complications than other previously reported multimodal treatments.

Eudragit-E is dissolved in 50% ethanol, which may be a concern for possible inflammatory reactions to the vessels. Yamashita et al. reported their histological studies of cane renal arteries after injection of Eudragit-E.^[@B4]^ No acute inflammatory reaction took place within 1 week, though mild chronic reactions were observed a few weeks later. Sampei et al. compared histological reactions of rodent cerebral vessels to DMSO and 40% ethanol and showed 40% ethanol was safer when injected at a rate of 0.04 ml/s.^[@B23]^ Arakawa et al. injected 50% ethanol containing Eudragit-E into swine blood vessels at 0.02 ml/s and did not experience any adverse effects.^[@B9]^ These reports suggest that ethanol may not cause severe inflammation as long as a small amount is injected at a slow rate.

Arakawa et al. proposed that inflammatory responses may be caused by the Eudragit polymer rather than the ethanol solvent.^[@B9]^ They showed that the ethanol/ iopamidol mixture did not cause any endothelial damage and inflammation might rather be caused by the interaction between positively charged polymers and negatively charged blood cells. Chronic inflammatory reactions were, however, also observed in blood vessels of both humans and animals that were embolized with Onyx.^[@B24],[@B25]^ NBCA was also reported to cause mild-to-severe inflammatory reactions in both humans and animals.^[@B26]--[@B28]^ Therefore, inflammation of embolized vessels is not unique to Eudragit-E.

Obstacles to the widespread use of Eudragit-E that are related to convenience may exist. Unfortunately, the 10% Eudragit-E mixture is not supplied in ready-to-use vials. Use of the Eudragit-E mixture requires approval by an Institutional Review Board, and prior informed consent from patients and their family is also definitely required. Our use of Euragit-E was approved by our Institutional Review Board and accepted by patients and their family in all cases. We prepared 10% Eudragit-E vials in our own pharmacy.

Onyx was approved for brain AVM embolization in 2009 in Japan, while Eudragit-E and NBCA were not at the time of submission of this article. However, we believe that the use of Eudragit-E is advantageous for some patients. The best indication of Eudragit-E is for cases with single fistula and low flow shunting. Good indication we believe is for cases with deep or eloquent location which may require subsequent stereotactic radiosurgery. We believe Eudragit-E is more, or at least equivalently, useful than Onyx for cases requiring subsequent radiosurgery or repeated embolization. Those AVMs with complex angiostructure that makes it difficult to produce Onyx plug may also be a good indication of Eudragit-E. Poor indication may be those with high flow shunting, but we believe that Eudragit-E can still be used if the proximal flow control technique is accompanied.

Conclusion
==========

Eudragit-E is a non-adhesive, liquid embolic material that is easy to handle and is compatible with any type of microcatheter. Eudragit-E embolization is especially useful as a pretreatment for subsequent radiosurgery or surgery. The safety and effectiveness of Eudragit-E embolization were satisfactory.

![A 50-year-old male with a ruptured AVM (Spetzler-Martin grade III). A: DSA (*lateral view*, right internal carotid angiography) shows the nidus (*arrow*) and main feeding artery from the right anterior cerebral artery. B: Injection of Eudragit-E is clearly visible with fluoroscopy. C: Postoperative CT image (*axial view*) shows the cast of Eudragit-E (*arrow*) with minimal artifacts. D: Postoperative T~2~-weighted MRI (*axial view*) reveals the Eudragit-E cast (*arrow*) and residual nidus (N). E: Postoperative DSA image (*lateral view*) after two sessions of endovascular embolization and gamma knife radiosurgery shows no residual AVM. AVM: arteriovenous malformation, CT: computed tomography, DSA: digital subtraction angiography, MRI: magnetic resonance imaging.](nmc-55-253-g1){#F1}

![A 16-year-old female with an intracerebral hemorrhage from a ruptured AVM (Spetzler-Martin grade II). A: DSA (*lateral view*, left internal carotid angiography) reveals the nidus (*arrow*) with feeders from the left angular artery. B: Injection of Eudragit-E is clearly visible with fluoroscopy. C: Postoperative DSA (*lateral view*) shows no residual AVM. D: Follow-up DSA performed 6 months later reveals the recurrence of AVM (*arrow*). E: Blood vessels that were embolized with Eudragit-E (*arrow*) are elastic and whitish in color. AVM: arteriovenous malformation, CT: computed tomography, DSA: digital subtraction angiography.](nmc-55-253-g2){#F2}

###### 

The rates of complete obliteration using Eudragit-E (number of cases)

  Spetzler-Martin grade                        I              II            III           VI            I--II           III--IV       All
  -------------------------------------------- -------------- ------------- ------------- ------------- --------------- ------------- ---------------
  Complete obliteration after embolization     50.0% (2/4)    33.3% (3/9)   0% (0/5)      25% (1/4)     38.5% (5/13)    11.1% (1/9)   27.3% (6/22)
  Complete obliteration after all treatments   100.0% (4/4)   88.9% (8/9)   60.0% (3/5)   25.0% (1/4)   92.3% (12/13)   44.4% (4/9)   72.7% (16/22)

###### 

The rates of permanent complications using Eudragit-E (number of procedures or cases)

  Spetzler-Martin grade                         I             II            III           IV            I--II          III--IV        All
  --------------------------------------------- ------------- ------------- ------------- ------------- -------------- -------------- --------------
  Complications after embolization procedures   0% (0/4)      9.1% (1/11)   12.5% (1/8)   14.3% (1/7)   6.7% (1/15)    13.3% (2/15)   10.0% (3/30)
  Complications after all treatments            25.0% (1/4)   33.3% (3/9)   40.0% (2/5)   25.0% (1/4)   30.8% (4/13)   33.3% (3/9)    31.8% (7/22)

###### 

The rates of complete obliteration and permanent complications using different liquid embolic materials

  Materials, authors, year             Rate of complete obliteration   Rate of permanent complications
  ------------------------------------ ------------------------------- ---------------------------------
  Onyx                                                                 
    Katsaridis et al. (2008)^[@B17]^   53.9%                           8.0%
    Van Rooij et al. (2007)^[@B18]^    15.9%                           4.6%
  NBCA                                                                 
    Debrun et al. (1997)^[@B19]^       5.6%                            7.4%
    Li et al. (2005)^[@B20]^           33%                             2.4%
  Eudragit-E                                                           
    Our study                          22.7%                           10.0%

NBCA: n-butyl 2-cyanoacrylate.
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